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Abstract The correct determination of the phase transi-
tion behaviour of phase change materials (PCMs) is para-
mount for assessing their application potential. In this
work, the merits of a novel calorimetric technique, Peltier-
element-based adiabatic scanning calorimetry (pASC), for
PCM characterisation are investigated, especially in com-
parison with the commonly-used differential scanning
calorimeter (DSC). A comparative study of two alkane-
based PCMs, the commercial mixture RT42 and the pure
alkane tricosane (C23) with these two techniques shows
that pASC provides data at much higher resolution than
DSC, due to its operation in thermodynamic equilibrium.
Specifically the rate-dependence and deformation that is
inherent to DSC experiments is absent in pASC. In addi-
tion, the enthalpy of the PCM is directly obtained. pASC
results easily conform to the accuracy limits that are pro-
posed in literature for the transition temperature and stor-
age capacity of PCMs.
Keywords Phase change materials  Heat capacity and
enthalpy  Phase transitions  Adiabatic scanning
calorimetry  Differential scanning calorimetry  Alkanes
Introduction
The increasing concern about the finiteness of the planet’s
resources stimulates research in very diverse fields. In the
case of energy, two major angles can be distinguished: the
development or improvement of sustainable energy sources
and increasing the effectiveness of energy use. One
approach for the latter is the temporary storage of heat (or
cold) for later use, or to dampen or delay undesired tem-
perature variations. The research into the so-called phase
change materials (PCMs) aims to provide us with materials
with suitable properties for these tasks. It is evident that
apart from such aspects as environmental safety, economic
feasibility and ease of application, correct knowledge of
the physical properties of the candidate materials is
required, in particular the thermal properties [1].
PCMs as available and studied today rely on the presence
of a temperature-driven phase transition to achieve their
energy storage or release. The conversion from one phase to
another requires that the material acquires or releases energy
to its environment, and this can be used, for example, to
maintain a constant temperature of a room in a building, to
name one of the prototypical applications for PCMs.
But science knows a multitude of different phase tran-
sitions, and the involved transition heats vary widely. For
example, in liquid crystals, the transition from the nematic
phase (a fluid state with one-dimensional orientational
order) to the isotropic liquid phase has a heat of a few J g1
associated with it [2], about 100 times smaller than the
transition from ice to water (333 J g1). Thus, a careful
choice of the transition is important. In general, the larger
the difference in order between the two phases, the larger
the transition heat will be, although the intermolecular
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consequence, transitions from solid to liquid and from
liquid to vapour have high transition heats involved, but for
practical applications, the large difference in volume
between liquid and vapour is a problem (a short discussion
and further references can be found in Reference [1]).
Therefore, attention has been focussed at the solid–liquid
transition [1, 3, 4], and to a lesser extent at solid–solid
transitions [5–8].
In terms of material properties and application feasi-
bility, alkanes and salt hydrates are generally considered
the most promising candidates for PCMs, although a lot of
different materials have also been studied, such as eutectic
mixtures, fatty acids, polymers, metals, and specific high-
temperature materials. All of these categories have their
specific advantages and disadvantages, and books and
reviews give systematic overviews of these [1, 3, 4, 9–13].
The use of ice as a material for cold storage is an age-old
and common example of PCM use [14].
In this paper, we draw attention to another aspect of
PCM research, namely the characterisation of the thermal
properties. The application potential of a PCM is deter-
mined by a limited number of thermal parameters, corre-
sponding to some evident questions: (1) at which
temperature will it store/release heat? (2) How much heat
will it store/release? (3) How efficiently will it exchange
heat with its environment? The latter can be quantified in
different ways, but most commonly, thermal conductivity
is taken as the measure.1 In this paper, we will only be
concerned with questions (1) and (2). Question (1) asks for
the determination of the phase transition temperature,
whereas (2) relates to the transition heat, and the heat
capacity over the temperature range of application.
Commonly, the transition temperature Ttr, the transition
heat Dh and the specific heat capacity cp of materials are
determined by means of differential scanning calorimetry
(DSC). This technique allows for a fast and relatively easy
determination of these thermal properties, but it has a
fundamental flaw for the characterisation of PCMs: it is
fundamentally unable to provide correct data for transitions
with large heats involved. This deficiency of DSC is caused
by its very measurement principle. In a simplified picture
of a heating run on the common heat-flux DSC, the furnace
of the DSC is heated up at a fixed scanning rate. The
sample cell, in thermal contact with this furnace by means
of a heat-flux sensor, follows the temperature evolution of
the furnace with a small delay, as the heat needs some time
to flow into the sample. When a transition is reached, the
sample will need the transition heat at once, in order to
keep up with the furnace, but this is not possible due to the
limited thermal conductance of the heat-flux sensor. Thus,
the registered heat flow does not correctly relate to the
properties of the sample, but rather to the properties of the
heat-flux sensor, a situation which persists until all transi-
tion heat has been delivered. Even in power-compensated
DSCs, which actively provide heat to the sample, this
cannot be avoided, as the instantaneous demand for heat
during the transition may exceed the power of the heater
system.
As a consequence, a DSC can only provide a deformed
effective heat capacity curve in the vicinity of a phase
transition, leading to incorrect values of the transition
temperature and of the spread of transition heat over the
temperature region of the phase transition. In general, a
DSC heating experiment will broaden the transition region,
overestimate the transition temperature and associate more
heat with the high-temperature part of the transition region.
In our view, while a DSC gives a useful first picture of a
phase transition, high-quality data cannot be obtained with
it. This is realised by researchers in the field of PCMs [15,
16], and careful DSC use [17] and improved analysis of
DSC data [18, 19] have been proposed.
But also a number of alternative methods have been put
forward. Among the examples, we first note the possibility
of running a DSC in an isothermal (step) mode [1, 16],
operating much like a relaxation calorimeter [20–23]. A
common method is the so-called T-history method [1, 16,
24–26], in which a PCM sample is studied in conditions
that mimic the operational use of PCMs: its response to a
changing environment is recorded. A relatively large PCM
sample (for example 20 ml [16] as compared to a DSC
sample of few ll) is placed inside a temperature-controlled
chamber together with a reference sample. The temperature
of the chamber is then suddenly changed, and the tem-
perature response of sample and reference is recorded. A
comparison of the two curves allows the extraction of
information about Ttr, Dh and cp. Closely related to this
method is the three-layer-calorimeter [27, 28], in which
even larger samples (typically 100 g) in hermetically sealed
bags are studied.
In this paper, we present a calorimetric method that
provides another alternative to DSC, in the particular case
of PCMs as well as in general. The adiabatic scanning
calorimeter allows the determination of the same parame-
ters as a DSC, combined with a direct measurement of the
enthalpy curve h(T), but it does not suffer from the phase
transition deformation because of a fundamentally different
measurement principle [29–32]. In adiabatic scanning
calorimetry (ASC), the sample is heated by a controlled,
constant amount of power. The sample uses this power,
either to heat itself up, or, at the appropriate temperature, to
undergo phase conversion. In the latter case, the sample
1 In fact, it is the thermal effusivity e that is the correct measure here,
since e ¼ ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃjqcpp , with j the thermal conductivity, q the density and
cp the specific heat capacity.
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remains at the same temperature until the conversion is
complete. As such, the sample remains in equilibrium all
the time, and the results do thus not suffer from deforma-
tion like in a DSC. We will provide a more detailed
description of the technique below.
For PCMs, we highlight two main advantages of ASC,
especially when comparing with DSC. First, ASC provides
the researcher with a correct, undeformed, equilibrium heat
capacity, and also with direct enthalpy data. Second, the
use of a constant power mimics much better the actual
thermal behaviour of a PCM in operational conditions than
the forced temperature evolutions in a DSC. In addition,
ASC can readily be performed at lower temperature rates,
for example at 1 K h1, which is a more realistic rate in
many real-life situations than the 1 or 10 K min1 typically
used in DSC. In this paper, we investigate the difference
between ASC and DSC for the measurement of a com-
mercial alkane-based PCM, as well as of a pure alkane with
a comparable melting point.
Experimental details
RT42 Samples
The PCM RT42 was obtained from Rubitherm Technolo-
gies GmbH, Berlin, Germany. Although not specified on
the current data sheet [33], older versions mention that this
material is a mixture of alkanes. It is described as a solid–
liquid PCM with a melting region of 38–43 C, and it
stores 174 kJ kg1 between 35 and 50 C.
Three samples were prepared. For the ASC measure-
ments, a sample of 80.0 mg was placed inside a Mettler–
Toledo 120 ll stainless steel Medium Pressure Crucible.
Two samples, of 8.41 and 8.95 mg, in TA Standard Alu-
minum Hermetic cells were used for the DSC
measurement.
C23 Samples
C23 is a shorthand notation for the linear alkane tricosane,
C23H48. The high-purity C23 used in this work was
obtained from Sigma-Aldrich: tricosane analytical standard
(product number 91,447), and the CoA mentioned a purity
of 99.8 % as obtained from gas chromatography. Literature
data indicate that this compound has multiple phase tran-
sitions, the two most important ones are the crystal to
rotator phase transition at about 42.5 C and the rotator to
liquid transition at 47.3 C; these transitions involve 66.9
and 163.7 J g1 of transition enthalpy, respectively [34].
Three samples were prepared, using the same types of
DSC cells as for RT42. The ASC sample mass was 59.8
mg. The first DSC sample mass was 7.03 mg, the second
one 7.15 mg.
DSC
A Q1000 DSC (TA Instruments, New Castle DE, USA)
was used for the DSC measurements. This instrument is a
heat-flux DSC using the so-called Tzero technique, which
allows for a separate calibration of the heat capacity and
thermal resistance of the sample and reference platforms of
the DSC, leading to an improved baseline stability and
better heat capacity determination [35]. The samples were
measured under nitrogen flow.
For this work, the calibrations were performed as rec-
ommended by the instrument’s manuals. First, the temper-
ature scale was corrected on the basis of the melting points
of cyclopentane (93.43 C), diphenyl ether (26.86 C) and
indium (156.60 C) as determined at 10 K min1. Diphenyl
ether was specifically used for these experiments to have a
calibration point inside the temperature region of interest in
this work, 20 to 70 C. The Tzero calibration (involving
measurement of the empty DSC and of (nearly) identical
sapphire disks) was made at 20 K min1, determining the
heat capacity and thermal resistance of the sample and ref-
erence platforms. The thermal resistance of the sample pans
was calibrated based on the melting curve of indium. For the
calibration of the heat capacity, a 12 mg piece of sapphire
was placed in a sample pan and measured at 10 K min1.
The ratio between the obtained and literature value was used
to calculate cp.
We found that obtaining a correct value for cp from the
DSC measurements is a far from trivial task. These cali-
brations are in principle sufficient for runs at 10 K min1.
Accurate determination of cp at different rates would
require these to be redone at each of these rates, a proce-
dure which is very time-consuming, particularly for slow
rates. Therefore, instead of performing the calibration
extensively at all rates, a carefully conducted heating run at
10 K min1 was taken as a reference run, and the cp values
at other rates away from the transitions were additively
shifted until they matched with these reference data away
from the transitions. Since a DSC uses the ratio of the heat
flow and the temperature rate for the calculation of cp, this
additive shift corresponds to correcting the level of zero
heat flow during the experiment (an experimental correc-
tion in the DSC software that was performed for the ref-
erence runs, but not for the other ones). Since the detected
heat flow (as calibrated by the Tzero method) is not altered
in this calculation, transition enthalpy values as calculated
directly from integration of the heat flow or from integra-
tion of cp are identical. Effectively, this procedure corre-
sponds to a correction of the DSC baseline.
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ASC
Adiabatic scanning calorimetry [30] obtains the heat
capacity Cp and enthalpy H of the sample
2 by applying a
constant power P to the sample, and continuously regis-
tering the temperature evolution with time T(t). Then, Cp
and H are calculated on the basis of the following equa-
tions, where the temperature rate _T  dT=dt is introduced:
CpðTÞ ¼ P_TðTÞ ; ð1Þ
HðTÞ ¼ H0 þ
Z T
T0
CpðT 0ÞdT 0 ð2Þ











HðTÞ ¼ H0 þ PðtðTÞ  tðT0ÞÞ: ð5Þ
H0 denotes the enthalpy of the sample at the starting
temperature T0 of the experiment. One can see that the
constant power allows for a straightforward determination
of the enthalpy of the system: a continuous curve with the
same temperature resolution as for the direct T(t) data and
as for the heat capacity is obtained.
The data processing during the course of a typical
experiment is illustrated in Fig. 1, for the case of a weakly
first-order transition, a transition with a small latent heat
and considerable pre-transitional contributions, as com-
monly observed in liquid crystals [2]. Starting at a time t0,
a constant power P is applied to the sample, leading to an
evolution of its temperature T(t). In the low-temperature
phase, the temperature increases, but gradually slower
when approaching the transition. During the phase transi-
tion between ti and tf , all added power is used for the phase
conversion and the temperature does not change. Once the
conversion is complete and the high-temperature phase is
reached, the temperature increases again. Via numerical
differentiation, the rate _T is calculated from T(t), display-
ing the decreasing value close to the transition; the rate
becomes zero at the transition. Division of P and _T leads to
Cp, showing the increase in the pre-transitional wings. In
the enthalpy, the phase transition is visible as the jump, of
which the height corresponds to the latent heat. In order to
arrive at the specific values, the pre-calibrated contribution
from the sample addenda needs to be subtracted and the
sample mass taken into account.
pASC
The challenge of ASC resides in the implementation.
Currently, there are two possibilities. The ‘‘classical’’ ASC
implementation will not be discussed here, as these
instruments are difficult to operate and require rather large
samples (typically 0.5 g or more), but they were very
successful in high-resolution studies of phase transitions




















= P (t− t0)
Cp = PT˙
Cp = ∂H∂T p
Fig. 1 An illustration of the data and data processing in an ASC
experiment on a sample with a phase transition with a small latent
heat and substantial pre-transtional contributions to the heat capacity.
A constant power P is applied to the sample at starting time t0, this
leads to a variable temperature evolution T(t) of the sample; during
the phase transition at Ttr the temperature stays constant between ti
and tf . These two quantities P and T can be used to calculate directly
the enthalpy H(T), or with the rate _T as intermediate, the heat capacity
CpðTÞ
2 In the text, capital letters for Cp and H will refer to a total heat
capacity and enthalpy, expressed in J K1 and J, and lower case letters
cp and h to specific values, expressed in J g
1 K1 and J g1.
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novel Peltier-element-based adiabatic scanning calorimeter
(pASC), which provides greater user-friendliness and also
allows smaller samples [31, 32, 37, 38].
At the core of the pASC, as can be seen in the schematic
depiction in Fig. 2, there is a sample platform equipped
with an electrical heater and a thermistor (NTC resistance
thermometer). This sample platform accommodates an
sample cell, which is airtight to allow for operation under
vacuum. The platform itself is mounted on top of a Peltier
element, which acts as a differential thermometer for the
temperature difference between the sample and the sur-
rounding adiabatic shield. If this difference is maintained at
zero, then all heat provided by the heater goes only to the
sample (and its addenda), and hence the power required for
Eqs. (1) and (5) is exactly known. This is achieved by
feeding the Peltier output into a PID control system for the
adiabatic shield, resulting in a temperature stability better
than 50 lK. This performance can only be attained because
the adiabatic shield is itself surrounded by an additional
thermal shield and a heat bath, each maintained at a slightly
lower temperature; the details of these additional elements
depend on the specific model of pASC.
The description above is valid for heating runs: all
power to the sample is provided electrically, and due to the
zero temperature gradient over the Peltier element, this is
exactly the power used to heat the sample. Cooling runs are
performed by imposing (by the PID control loop) a fixed
temperature gradient over the Peltier element: this leads to
a constant power drawn from the sample, which is mea-
sured by the Peltier, now also acting as a heat-flux sensor.
For this work, two pASC instruments were used. RT42
was measured by a pASC with a water thermostat as the
base heat bath, allowing an operational temperature range
from 5 to 90 C. C23 was measured by a pASC using a
temperature-controlled air chamber as the base heat bath,
providing a temperature range from 30 to 120 C . For
improved adiabatic conditions, the internal volume of both
calorimeters was kept vacuum.
Comparison with other methods
pASC versus DSC
Both (p)ASC and DSC implement Eq. (1) for the deter-
mination of the heat capacity. The key difference between
the two is that in ASC, P is kept constant and the varying _T
is measured, exactly opposite to DSC where _T is constant
and P is measured. The consequences for the sample are
enormous: in a DSC, the sample is forced to follow _T , even
if its own thermodynamics dictate that it should remain at
the same temperature to undergo phase conversion. Thus at
a phase transition, the sample is driven out of thermal and
thermodynamic equilibrium, and the instrument output is a
mixture of the sample properties and the instrument char-
acteristics. In contrast, ASC only provides the sample with
an amount of power that it can freely use, and the
calorimeter follows the behaviour of the sample. The
sample is in no way forced and remains in thermodynamic
equilibrium. One can state that in an ASC, the sample is in
control of the calorimeter. pASC allows to perform such
equilibrium experiments on samples of the order of 10 mg
up to several g.
Another important consequence of the constant-power
approach is that rate-dependence, an intrinsic feature of
DSC, does not exist in ASC. Provided that the experiment
takes place at an applied power such that there are no
thermal gradients in the sample, the result is independent of
the rate: upon approaching a phase transition, the increas-
ing cp of the sample will lead to a decreasing rate, and
regardless of the applied power, the sample will ‘‘slowly’’
pass the transition.
A fundamental difference between ASC and DSC is the
opposite relation between measurement speed and sensi-
tivity. In a DSC, a lower rate leads to a lower heat flux to
the sample, and thus a decreasing sensitivity [1, 39]. In an
















Fig. 2 A sketch of the core part of a pASC. The sample cell is placed
on top of a platform with a thermometer and heater. The Peltier
element acts as a differential thermometer between the sample and the
sourronding adiabatic shield. While a constant power is applied to the
sample, the temperature of the cell is recorded; the output of the
Peltier element is used to control the temperature difference between
sample and shield
Mater Renew Sustain Energy  (2016) 5:4 Page 5 of 16  4 
123
always easy to apply, so that this does not influence the
data quality. For the two techniques, slower runs generate
more data points for the same temperature range, achieving
a higher resolution.
An apparent disadvantage of ASC in comparison with
DSC is the longer time needed for the experiments.
Whereas DSC experiments typically are performed at 10 K
min1 (although lower rates are recommended for experi-
ments with PCMs [1, 16, 17, 40]), ASC experiments are
typically performed at a few K h1 away from the transi-
tions. But this disadvantage is offset by the higher resolu-
tion of the ASC data and the fact that a complete
understanding of a sample from DSC experiments requires
in principle runs at several rates. Additionally, the required
calibration efforts for ASC are negligible compared to
those of a DSC: once constructed and after an initial cali-
bration, an ASC does not require periodical recalibration.
Finally, we note the ability of ASC to directly measure
the enthalpy of the sample, independent of the heat
capacity. In DSC, enthalpy must be calculated as the
temperature integral of the heat capacity, itself calculated
from the measured power and the applied (or measured)
rate. Alternatively, the measured heat flow can be inte-
grated with respect to time. In ASC the integration is
absent: as the applied power is constant, the enthalpy
depends only on P and t, Eq. (5). The difference between
ASC and DSC was discussed in Reference [41]. An
extensive illustrated discussion of this issue is made in
Reference [31], where thermal data for the melting of
gallium as obtained by ASC and DSC are compared.
pASC versus T-history method
The T-history method [1, 16, 24] and the largely equivalent
three-layer-calorimeter [27, 28] use rather large samples,
arguing that for inhomogeneous systems typical DSC-sized
samples are not representative. These methods derive from
a more general approach for determining transition tem-
peratures. In its simplest form, the material in a container is
heated up above its phase change, and allowed to cool
down while its temperature is monitored. When the latent
heat is released, the temperature stays constant. The inno-
vation of Zhang et al. was the introduction of a second
container with a reference material of known thermal
properties [24]. Comparison of the temperature evolution
of the sample and the reference allows to estimate the heat
that leaks out of the sample. Combined with the duration of
the transition plateau, this allows the calculation of the
transition heat.
From a conceptual point of view, these methods are
rather close to ASC. The difference is that instead of a
controlled and predefined power like in ASC, an unknown
variable power is used: the heat leak with the
environment, which depends on the changing temperature
difference between sample/reference and the environment.
The power itself is obtained from the simultaneous cali-
bration experiment with the reference. As such, the main
advantage of ASC, the sample controlling the experiment,
is also present here: the heat leak provided by the tem-
perature difference between sample and environment is
used by the sample according to its own thermodynamics.
The difference with ASC is the variable power. In this
respect, the methods can be seen as the differential
equivalent of the nonadiabatic scanning calorimeter [21].
While obviously much larger temperature steps are used
for the T-history method and the power is determined by
a differential approach, the essence of the methods is the
same. A notable difference between ASC and the T-his-
tory methods is the requirement of a known reference
material in the latter. This means that a determination of
the properties of an unknown PCM depends on the quality
of the set-up and literature data, but for ASC only on the
set-up.
Requirements for thermal storage data
Although from a fundamental perspective, experimental
data cannot be ‘‘too good’’, the cost of experiments in
terms of time, manpower or money puts practical limits on
data quality. Therefore, it is good to ask the question what
the required data quality would be for PCMs, particularly
in view of the typical applications of these data. For the
PCMs, these questions have been considered explicitly, and
have, for Germany, resulted in a quality assurance standard
published by RAL [40]. Several papers communicating
aspects of the research underlying this document are
available, of which we draw attention to some papers
pertaining to the determination of heat storage capacity
[16, 42], as well as to the description of this subject in
Reference [1].
When we look at some of the sources for the standard,
we find that, for the purpose of using these values in
practical applications, the accuracy of the stored heat as a
function of temperature should be better than 10 % for the
specific enthalpy and better than 0.5 K for the temperature
[42]; in another source also 1 K is indicated for the latter
[16]. Most of the standard was created to assure that this
accuracy can be achieved, mainly with, sometimes elabo-
rate, procedure descriptions to overcome the intrinsic
problems a DSC has in measuring a PCM.
With respect to the phase transition temperature the
RAL document implies that the temperature interval over
which the stored heat is specified should be given, both for
melting and crystallisation, rather than a single tempera-
ture; if present, the extent of supercooling should be
specified. The main document does not specify the required
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accuracy for the values of the temperature and stored heat
(in contrast to the values of the thermal conductivity).
However, an accompanying document on the website of
RAL (only available in German), gives more details on
these requirements. For constant-rate dynamic measure-
ments (such as DSC), a ‘‘sufficiently low’’ heating and
cooling rate should be used. This rate is the slower one of
the following two possibilities: either the rate at which the
temperatures of the inflection point in the enthalpy for
repeated heating runs at this rate coincide with each other
within 0.2 K and idem for repeated cooling runs, or the rate
where the difference between the inflection point for a
heating and cooling run is less than 0.5 K. Thus, an
accuracy of 0.5 K is recommended for the transition tem-
perature. Further in the document, a rate of 1 K min1 is
recommended. Similar definitions are formulated for the T-





For RT42, several heating and cooling runs were per-
formed. Because the rate in an ASC run is variable, the
speed of the runs is quantified by the average rate in the
liquid phase, this was of the order of 1.3 K h1 (0.022 K
min1) for heating runs and -1.2 K h1 (0.020 K min1)
for cooling runs. A selection of representative runs is
shown in Fig 3.
The first observation is that this PCM not only has the
transition at 42 C after which it is named, but also two
other ones, at 27 C and at 14 C. Both of these extra
transitions are relatively broad, stretching over several K.
They are much less prominent than the main transition, but
the low-temperature one contains enough enthalpy to make
it clearly visible in the h(T) plots in Fig. 3b, and the middle
transition can be discerned.
The reproducibility of the data can easily be asserted:
the two cooling runs essentially coincide over the entire
temperature range, whereas the heating runs do so every-
where except at the lowest transition. The latter difference
is a consequence of the deviating thermal history of the
runs combined with the transition being close to the lower
temperature limit of the calorimeter. Because the transition
cannot be entirely completed within the instrument’s range,
the initial states of the heating runs are not the same.
Similar effects were also observed for other heating runs
with different starting points and thermal histories.
Comparison of the heating and cooling runs shows that
RT42, while having a strongly first-order main transition
(large latent heat), does not exhibit strong supercooling of
this 42 C transition. However, the manufacturer’s claim
that there is no supercooling [33] is not entirely valid. It is
very clear that there is a difference in the high-temperature
edge of the cpðTÞ curves. This is further supported by the
sharp peak in the cooling cpðTÞ at that side of the transi-
tion. This peak indicates the temperature at which the
supercooled liquid suddenly starts to crystallise; at this
moment, it immediately releases the latent heat associated
with that part of the transition it has already passed, and the
temperature of the sample increases for a short time. But,
while the supercooling is clearly asserted, the less than 0.1
K effect will have hardly any repercussions for practical
applications.
For the two smaller transitions, we note that there is no
hysteresis evident for the mid-temperature transition. For
the low-temperature transition, on the other hand, hys-




































Fig. 3 ASC runs on RT42. a Specific heat capacity cpðTÞ, showing
the presence of two smaller transitions in addition to the large one at
42 C. b Specific enthalpy h(T), normalised at 300 J g1 at 45 C,
indicating that most energy is associated with the main transition.
Inset: enlarged view on the enthalpy during the supercooling of the
main transition. The data for the two heating or cooling runs nearly
coincide, showing the reproducibility, while the difference between
heating and cooling behaviour is small
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heating runs taken into consideration. The peak maxima
differ about 0.5 K, the high-temperature edges about 2–3
K.
Figure 3b shows the h(T) curves. Like the cpðTÞ data,
they also show the reproducibility of the experiments. For
the interpretation of h(T) for practical applications, one
must select two temperatures T1 and T2, the difference
dh ¼ hðT2Þ  hðT1Þ is the energy that the PCM can store
this temperature interval. The PCM has a good stability
over the range from 10 to 50 C: there is no difference in dh
for the four displayed runs over this total temperature
range. However, the main transition at 42 C shows some
difference in the heating and cooling h(T): while having the
same dh between 30 and 45 C, the distribution over the
temperature range is different.
In addition to these slow runs, also a fast ASC heating
run was made at 32 K h1  0.5 K min1 in the liquid
phase, to allow for a comparison with a slow DSC run (see
Sect. 4.3). Figure 4 shows cpðTÞ in comparison with a
normal-speed ASC heating run. While all the features are
retained, the three transition peaks are shifted to higher
temperature. This is not a consequence of a failure of the
measurement method, like in DSC, but an indication that a
substantial temperature gradient is generated inside the
sample.
C23
Figure 5 shows that C23 has no less than five transitions
between 35 and 50 C. We refer the reader to Refer-
ences [34, 43–45] for a detailed description of the different
phases of this compound. The exact nature of the phases is
not relevant for the discussion here, but we introduce the
names of the phases for easy referral to the different
transitions. In the heating run, below about 39 C, the
sample is a crystalline phase (CryI), which is followed by a
narrow CryII phase. At 41
C, the alkane undergoes its first
major transition, from the crystalline region to the rotator
region. In the rotator phases, the positional order of the
crystal is retained, while the orientational is lost (the
elongated molecules can rotate around their long molecular
axis). Different rotator phases are observed: between 41
and 42 C, the sample is in the RV phase, followed by the
RI phase up to 45
C. The next one is the RII phase, and
finally the liquid is reached at 47 C, after passing through
the most prominent transition in C23.
Comparison of heating and cooling data reveals hys-
teresis for all transitions. This is clearly visible for all of
them, but there is some dependence on thermal history (in
the first heat/cool cycle, depicted in Fig. 5, the hysteresis is
nearly absent (except for CryI–CryII), so we refer here to
subsequent runs). Typical values for the hysteresis,
expressed as the difference between the high-temperature
edges, are 1 K for CryI–CryII, 3 K for CryII–RV, 0.3 K for
RV–RI, 0.4 K for RI–RII and 0.15 K for RII–Liq.


















Fig. 4 Comparison of the specific heat capacity cp of RT42 obtained
in a normal ( _Tliq  1.3 K h1 = 0.022 K min1) and a fast ( _Tliq  32
K h1 = 0.53 K min1) ASC heating run. The transitions in the fast

































Fig. 5 ASC runs on C23. a Specific heat capacity cp. b Specific
enthalpy h, normalised to 300 J g1 at 49 C. The data show the
presence of six phases; the transitions all show hysteresis or
supercooling. Most of the energy is associated with the CryII–RV
and RII–Liq transitions
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Like RT42, C23 shows a minute supercooling of its
Liq–RII transition. The effect is a bit larger here. Earlier
ASC measurements on a series of alkanes showed that the
Liq–Rot transition hardly supercools, the authors gave an
upper limit of 0.03 K [44]. Our value here is a bit higher,
but this may be a consequence of samples of different size,
geometry and purity used here, as well as a difference in
measuring speed. For the Rot–Cry transition, the situation
is different for odd and even alkanes. While both are sus-
ceptible to supercooling, the effect is limited for odd ones,
but much larger for the even ones [44], an observation that
we already earlier made from ASC data for C24 [46].
The transition from RV to CryII in the cooling run dis-
plays a large supercooling, terminating at 39 C with a
sudden end-of-supercooling heat release. Due to the large
amount of enthalpy in this transition, this heat drives the
sample back to more than 40 C, a temperature well within
the two-phase region of this transition, as can be seen from
the substantial effective cp values in the continuation of
this curve. In fact, while suddenly crystallising, the sample
releases so much heat that it nearly converts itself back to
the rotator state.
The h(T) curves in Fig. 5b clearly show that most of the
enthalpy in C23 is associated with the CryII–RV and RII–
Liq transitions, in a ratio of about 1:2. The other transitions
are hardly visible on the scale of this figure, and are thus of
minimal importance for the application of C23 as a PCM.
The supercooling of the RV–CryII transition is also
clearly visible in h(T): a marked discontinuous step in the T
axis is displayed. It is notable that after the transition is
completed at about 38 C, the values of h(T) for heating
and cooling coincide again. This means that no heat has
gone undetected in the run, and it is a feature of ASC that
this is possible: the suddenly released heat at the end of the
supercooling remains inside the sample cell due to the
adiabatic conditions, and is afterwards gradually extracted
under the normal experimental conditions.
DSC
DSC experiments were performed at rates of 10, 2 and 0.5
K min1 in all cases. Before starting the scans, the samples
were heated to 60 or 70 C, in the liquid phase, to make
sure that the contact between the sample and the cell was
optimal. Several cooling–heating combinations with the
different rates were then made. For clarity of presentation,
only runs at 10 and 0.5 K min1 are given in the figures.
The results of the 2 K min1 runs generally show the
expected intermediate behaviour between the 10 and 0.5 K
min1 ones. To verify the reproducibility, two nearly
identical samples of each material were prepared, and both
for RT42 and for C23 the results were essentially identical;
hence, only data for one sample are presented.
RT42
Figure 6 shows three phase transitions over temperature
range between 5 and 45 C. A small transition can be found
in the region from 8 to 18 C, visible as a broad largely
symmetric peak. There is a clear hysteresis between heat-
ing and cooling. The second transition is a small feature
between 24 and 27 C, more of a broad bump than a clear
peak. The main transition is a large peak between 30 and
45 C.
The data show all the typical features expected from a
comparison of DSC runs at different rates: higher rates lead
to a broadening of transition (if the results are presented
with T on the x axis), an effect which becomes especially
pronounced for transitions with large heats involved. For
the 10 K min1 heating run, this is obvious: the transition




































Fig. 6 DSC runs on RT42. a Specific heat capacity cp. b Detailed
view of the main transition. The curves show the typical rate
dependence of DSC data, as well as differences between heating and
cooling runs
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seems to continue up to 46 C, 4 K above the nominal
value for RT42. In fact, the transition peak at 10 K min1
reaches its maximum when the 0.5 K min1 transition peak
is completely subsided. This clearly learns that PCMs
should be not be measured at the conventional high rates, a
conclusion shared with the authors of Reference [17].
The main transition shows a distinct shape in the cooling
curves. One would expect some onset behaviour, and a
gradual increase of cp, instead, a rather sudden increase is
found in this case. This is combined with a double-peak
feature, minute for the fast run, pronounced for the slow
runs. Similar to the ASC data, this is the signature of
supercooling the sample: the sudden heat release results
also in DSC in an anomalous temperature evolution ( _T is
not a constant value). Due to the closeness of the temper-
ature sensor to the sample cell in the design of the Q1000
as well as the strong thermal coupling [35], this evolution
is registered in T(t).
C23
Two samples of C23 have been studied, and the results
were essentially identical. Figure 7 shows the results for
scans at their full scale, indicating the notable difference in
height of the transition peaks in comparison with RT42.
The figure shows that much higher cp values are reached
with the transition peaks than for RT42, indicating that the
transition enthalpy is concentrated in a smaller temperature
region in C23. The other common observations about DSC
measurements, rate dependence and transition broadening,
are also clearly present, to a larger extent than in RT42.
Due to the large heats involved and the closeness of the
transitions, there is considerable overlap between the
broadened transition peaks for the 10 K min1 data.
Figure 8 displays several selections from the DSC data
for C23. As a first observation, the smaller transitions are
not very well visible in the DSC data. In general, the CryI–
CryII transition becomes a small shoulder on the low-
temperature side of the CryII–RV transition, while it is
more pronounced and much more clearly separated in
ASC. The transition from RV to RI is difficult to assess.
The RI to RII transition is present in all runs, although the
exact characteristics differ from run to run.
The two main transitions, CryII–RV and RII–Liq, are
clearly visible. In contrast to the sharp transitions in ASC,
the smearing out due to the measurement concept is par-
ticularly clear. In this case, even reducing the rate does not
help very much. The DSC data for the cooling runs show
supercooling for both transitions and the strong end-of-
supercooling jump that was already seen in the ASC data
for the CryII–RV transition. Even in the DSC, where the
thermal contact between sample and environment is sup-
posed to be very efficient, so much heat is released that the
temperature of the sample rises substantially. The RII–Liq
transition does not display a strong jump at the end of
supercooling, although all the runs do show the spike at the
high-temperature side of the transition that we saw earlier




Generally the transition heat Dh of a phase transition is
reported, which is the heat needed for the phase conversion
only. In terms of DSC analysis, it is the integral of the heat
flux above the transition’s baseline. We have compared Dh
values from our experiments with those available in the
literature for RT42 [47] and C23 [34, 44] and obtained
always good agreement with these values, both for ASC
and DSC.
However, in PCM applications, the transition heat is not
the most relevant way of describing the properties: it only
takes into account the heat that is associated with the phase
conversion, and not the heat that is needed for the heating
of the sample itself. For PCMs both of these contribute to
the storage capacity, and therefore the total energy content
over a temperature interval, the stored heat Qstored, is the
relevant quantity. This is the change in enthalpy over the
temperature interval.
The stored heat was calculated in two different ways,
depending on the measurement technique. The enthalpy
h(T) is a direct result of an ASC experiment, see Eq. (5),
and the calculation of the stored heat is trivial: the differ-
ence in enthalpy at two temperatures is the stored heat for
that temperature interval. For DSC, separate experiments
(also used for the absolute value determination of cp) were



















Fig. 7 Overview of the DSC runs for C23, with cp data presented at
full scale for comparison with the RT42 data
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performed in which the instrument was allowed to stabilise
extensively before starting the run, the same was done
afterwards so that the zero-level of the heat flow was
accurately known. In order to further reduce potential
errors, only data from 10 K min1 heating runs will be
discussed, as higher rates result in larger heat flows. For
these runs, the measured contribution from the spurious
heat flow was less than 1 % compared to the heat flow
away from the transitions, and evidently much less than
that during the transitions. We have not integrated cpðTÞ to
obtain h(T), because calculating cpðTÞ requires an extra
calibration step and thus introduces an extra error; instead,
the heat flow was directly integrated. It should be noted
that DSC is here at a double disadvantage compared to
ASC: there is not only the deformation of the heat flow/
heat capacity, but also, accurate measurements of the
absolute value of the heat flow must be made at high rates,
where the deformation is worse. The results are sum-
marised in Table 1.
For RT42, DSC seems to overestimate Qstored a bit with
respect to ASC. On the other hand, the value given by the
supplier for the Rot–Liq transition is almost the same as the
ASC value. As this value is obtained by a three-layer-
calorimeter and not a DSC, it acts as an independent result
here. Likely, the heat-flux calibration during the DSC runs
was slightly off. The correspondence for the stored heat of
C23 for the large transitions between ASC and DSC is
quite good, provided one compares the same temperature
regions. When only the region directly surrounding the
transition peak is taken into account, ASC gives smaller
values, because of the smaller contribution of the sensible
heat over such smaller interval. Thus, even though most of
the stored heat is contained in the transitions, a consider-
able amount is still present in the form of sensible heat, a
consequence of the rather high heat capacity in the rotator
phases (see Sect. 4.2).
Mehling and Cabeza have proposed the stored heat over
a series of small temperature intervals (as opposed to a
single Qstored value for the entire transition region) as a
convenient representation of the storage capacity of a PCM
in a given temperature region [1]. In terms of ASC data,
this is equivalent to reporting the difference of the enthalpy
at the end and the beginning of each such interval. For
DSC, the same calculation is made on the basis of the
integrated heat flow. The results of these calculations are
presented in Figs. 9 and 10.
For RT42, we limit the view to the main transition, but
the observations for the two other transitions are exactly
the same. Away from the transitions, the values for the
stored heat are more or less the same for both techniques.
There is an important difference for the phase transition:
where ASC shows all heat concentrated between 37 and 43
C, the DSC makes the transition double as wide, with
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Fig. 8 Detailed views on the
DSC runs for C23. a Cooling
runs in the transition region.
b Heating runs in the transition
region. c 10 K min1 runs,
heating and cooling. d 0.5 K
min1 runs, heating and cooling
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In fact, the DSC data indicate that most of the storage
capacity is present in a temperature region where the ASC
data say that there is no phase-change-enhanced storage
any more.
For C23, all transitions except the CryII–RV and RII–Liq
are invisible, as they are overshadowed by these two main
transitions. In comparison with RT42, the separation
between the ASC and DSC is even worse: there is no
overlap between the transitions. Apart from the disparity in
the position of the transitions, a second observation is that
the DSC width of the transition is seriously increased.
Where the effect is reasonably limited for the lower tran-
sition, the higher transition is substantially widened: in
ASC, the transition is limited to a single 0.5 K interval,
whereas it takes six or seven of these in DSC.
These data sets illustrate clearly that if a transition is
sharp in reality (as observed by ASC), DSC fails to cor-
rectly obtain the transition temperature and profile. This is
a consequence of the fact that in the DSC more heat should
be provided at the same time interval for a sharp peak,
which is made impossible by its construction, while for
ASC, the transition takes just more time, but the temper-
ature of the sample does not change.
Solid heat capacity
As mentioned by Charvat et al., several sources disagree on
the value of the heat capacity of RT42 at either side of the
main transition [48]. Our earlier ASC work gave 3.5 J g1
K1 for the low-temperature phase and 2.3 J g1 K1 for
the liquid phase [47]; these values are confirmed by the
present results. The data sheet that Rubitherm currently
provides [33] mentions 2 J g1 K1 for both liquid and
solid phase, but an earlier version of it mentioned 1.8 and
2.4 J g1 K1 for solid and liquid respectively; these are
the literature values that appear in Reference [47] and
probably also in Reference [10].
Before discussing this issue in RT42, we will first dis-
cuss the situation for C23: RT42 is a mixture of alkanes,
and therefore one should first review the situation in a pure
compound. As seen above, C23 has additional phases
between the crystal and the liquid. The presence of these
so-called rotator phases is a common phenomenon for

















Fig. 9 RT42 stored heat in 0.5 K intervals. The distribution of the
stored heat is wider in the DSC results
















Fig. 10 C23 stored heat in 0.5 K intervals. The ASC run was stopped
at 52 C. The DSC stored heat does not coincide with the ASC results
for either of the main transitions
Table 1 Stored heats for selected phase transitions in RT42 and C23
Transition Source Tstart Tstop Qstored
ðC) (C) (J g1)
RT42
Cry–Rot ASC 7 22 60.8
DSC 7 22 65.8
Rot–Rot ASC 24 32 29.4
DSC 24 32 33.7
Rot–Liq ASC 35 50 172.8
DSC 35 50 184.8
[33] 35 50 174
C23a
CryII–RV ASC 40 41 70.3
40 45 94.6
DSC 40.5 45.5 94.1
RII–Liq ASC 46.5 47.5 167.1
46.5 51 175.5
46.5 60b 197.1
DSC 47 60 195.8
a DSC determinations have been made only for 10 K min1 heating
runs, and with respect to a common linear background for all tran-
sitions at once. Due to the closeness of the transitions, separate
backgrounds could not be obtained
b The data from 51 to 60 C were obtained through extrapolation
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alkanes of intermediate chain length n [34, 45, 49]. In
particular the region between n ¼ 20 and n ¼ 30 has
received considerable attention, and detailed x-ray and
calorimetric data have clarified the nature of the five rotator
phases [43, 44]. Although most attention has been paid to
the properties of the phase transitions, the thermal data
from different calorimetric techniques show that the heat
capacity in the rotator phases is higher than that of the
(normal) solid and liquid phases [44, 46, 50, 51]. This can
be understood from the additional degrees of freedom
present in the rotator crystals. The present results for C23
fall in line with the earlier observations: instead of values
around 2 J g1 K1 commonly seen for crystals and liquids,
values above 5 J g1 K1 are observed for most of the
rotator region. A value of about 2.3 J g1 K1 is found in
the crystal phase.
Our current measurements and the fact that RT42 is an
alkane mixture now sheds some light on the differing cp
values. The rotator phases of the pure alkanes persist in
mixtures of alkanes, at least provided the differences in
chain length of the components are not too different; also,
the temperature range in which the rotator phases exist is
broadened [34, 52, 53]. Combining this information with
our measurements, we conclude that RT42 displays a
normal crystalline phase below 10 C, a first rotator phase
between 16 and 26 C, and a second rotator phase between
29 and 36 C, finally followed by the liquid phase above 42
C. Calorimetric data do not allow the identification of the
phases, but a best guess based on the phase diagram of the
pure alkanes with similar melting points suggests that the
lower rotator is the RI phase and the upper one the RII
phase. It is likely that similar conclusions can be drawn for
many other Rubitherm RT PCMs, and more generally for
any alkane-based PCM.
The assertion that the phase below the main transition in
RT42 is not a ‘‘normal’’ crystal, in combination with the
relative proximity of the phase transition, explains the high
value of cp that we observed earlier [47], a value that is
essentially confirmed in the present work. The values
reported in the other sources should be treated as more
approximate values, suitable for approximate PCM appli-
cation calculations, but, in fact, outside the uncertainty
limits that have been put forward, which demand an
uncertainty of less than 10 % [16].
ASC versus DSC
Figures 11 and 12 make a comparison between ASC and
DSC data for the two PCMs. As already noted in the dis-
cussion of the measurement results, the shapes of the cp
curves are quite different, illustrating the opposite mea-
surement principles.
For the RT42 heating runs, the two ASC runs differ by a
factor 20 in nominal rate, and so do the DSC runs. The
ASC data undergo some marginal broadening, whereas the
shape and width of the transition remain unaffected. For
the same change of rate, the DSC data show a peak that is
more than double as wide and completely deformed. This
illustrates the advantage of the constant power/variable rate
approach in ASC: irrespective of the amount of power
applied, the calorimeter will slow down for a transition,
allowing the phase conversion to take place in equilibrium.
The same broadening is also apparent in Fig. 12 for the
C23 DSC data, but, due to the intrinsically sharper transi-
tions, the effects are even worse. Where for RT42 the 0.5 K
min1 DSC data are comparable to the ASC data, in C23
this is not the case. The RII-Liq transition is in heating
more than two times as broad in the 0.5 K min1 run than
in the ASC data, while it does not fit within the chosen
temperature axis for the 10 K min1 run. The effect is more
pronounced for the CryII–RV transition, because it is even










































Fig. 11 Comparison of RT42 cp as measured by ASC and DSC.
a Heating runs. b Cooling runs
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Another important issue is the sensitivity trade-off that
is inherent to DSC. High rates are required for large heat
flows, however, they enhance the broadening and shift of
the transitions. For the wide and separated transitions in
RT42, this is not too problematic, but for C23, with its five
phase transitions over a 10 K range, including two with a
large transition heat, it becomes dramatic. In the 10 K
min1 experiments, only the two large transitions can be
considered unambiguously present. Even in the 0.5 K
min1 runs, the detection of the small transitions remains
problematic, with CryI–CryII and RI–RII clearly present,
but with noticeably different features than in the ASC
experiments. RV–RI is not detected.
The dynamic range of ASC does not overlap much with
that of a DSC. Current implementations of pASC cover
rates (away from transitions) from 0.1 to 60 K h1 (0.001 K
min1 to 1 K min1), while commercial DSCs usually
indicate such ranges as 0.1–100 K min1. For the particular
case of PCMs, where the interest lies with large transitions,
the higher rates of DSCs, combined with the measurement
principle, cause problems because the results do not cor-
rectly represent the h(T) behaviour that a PCM will exhibit
in typical applications. As an example, we point to a study
where DSC data at different rates were inserted in a model
for an application and compared with actual measurements,
it was found that the data from the slowest runs (0.1 K
min1) gave the best correspondence [54]. The authors also
note that better data are necessary, which can be provided
by ASC, not by using lower rates as in DSC, but by a
measurement principle that is closer to the actual applica-
tion conditions.
Typical PCM applications consist of placing the PCM in
an environment from which they need to extract heat (or
give to). In a DSC, due to the forced temperature rate, the
temperature gradient between the sample and the furnace
will increase while passing the transition, a situation which
is more or less the opposite of, for example, a solid PCM in
a wall board of a warm room: the PCM melting will extract
heat from the room, reducing the temperature gradient. In
that respect, an ASC (with constant power) or the T-history
method (with variable power) provide experimental cir-
cumstances much closer to real-life situations.
We also recorded approximately the time that was
needed for the experiments. When referring to the pure
measurement time, the time that the sample of interest is
inside the instrument, DSC is clearly the faster method. A
measurement cycle over 60 K, with heating and cooling
runs at the three rates (0.5, 2 and 10 K min1) takes about 6
h, including temperature stabilisations, thus amounting to a
single working day. However, this turns out to be far from
the complete picture: the execution of this study has shown
that the careful operation of a DSC, with the attention
needed to the calibration of the heat flow and heat capacity
at low scanning rates consumes an enormous amount of
manpower and time. Due to the rate dependence of the
DSC, these calibrations need to be performed at all mea-
surement rates, and as there is a need for periodic recali-
bration, this is a serious burden on the DSC operator. The
full supplier-suggested calibration at 10 K min1 requires
about one working day, and this time needs to be multi-
plied with the number of rates needed (and more time is
needed for lower rates). And ideally, such calibration
should be regularly repeated. Alternatively, in case cp is
determined with an approach in which three curves (empty
pans, reference material, sample) are measured [39], then
(supposing a 60 K range, heating and cooling runs ? 30
min for mounting, stabilisation,...) about three times 45
min, 2.25 h is needed for 10 K min1 and three times 2.5 h,





































Fig. 12 Comparison of C23 cp as measured by ASC and DSC.
a Heating runs. b Cooling runs
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need to be present to exchange the samples, this may need
to be done over multiple working days). Thus, although the
direct measurement time is short, the full measurement
time including calibrations becomes substantial.
From our experience in this work, a ‘‘pre-calibrated
pASC’’ (factory-calibrated as would be the case if the
instrument was commercially available) gives a finalised
result like presented in Fig. 3 in about 1 h of operator time
for the sample mounting, about 100 h of measuring time
(requiring no user intervention) and about 15 min for
analysis.
While a DSC may objectively still be the faster instru-
ment, the difference is not that large once the complete
picture is taken into account. In addition, this work shows,
in agreement with literature, that correct thermal data on
PCMs should be obtained in equilibrium, which can only
be achieved at the lower rates at which a pASC naturally
operates. The quality of these results further motivates the
use of a somewhat slower method.
Conclusion
We believe that for accurate determination of heat capacity
profiles, and the derived enthalpy profiles and stored heat
per temperature interval tables, DSCs will need to be
operated at rates below 0.5 K min1. This is a regime
where DSCs are generally not readily used, and due to their
construction, also do not perform particularly well. The
effort needed in terms of calibration, combined with the
longer measurement times make it worthwhile to look at
other measurement techniques. While the virtues of the T-
history method (and comparable techniques) are well-
established for the study of PCMs, we believe that this
paper has also made clear that pASC is a suitable technique
for this type of research.
The pASC instrument resembles in several aspects a
DSC, while it allows to incorporate an important
improvement in PCM research that has been added by the
T-history method: experimental circumstances that mimic
the operational use of PCMs, and which are close to ther-
mal and thermodynamic equilibrium, at least much closer
than can be achieved in a DSC. As such, one can regard
pASC as a T-history-like method, but operating in a much
tighter controlled environment. As a consequence, smaller
samples can be used, although the technique also allows
them to be sufficiently large to correctly represent the large
bulky application quantities.
Although ASC requires longer measurements than DSC,
the difference is not that large due to the time needed for
the required DSC calibration work (absent for pASC). In
addition, the determination of thermal parameters in
thermodynamic equilibrium requires the use of slow
scanning rates, for which DSC is intrinsically unsuitable, in
contrast to ASC which is made for it. This makes the
advantage of ASC with respect to DSC clear for any
thermal measurement with higher demands than fast
screening.
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